[Demonstration of ECG-triggered, two-dimensional ultrasonic cross-sectional pictures of the heart].
It is reported on experiences with the demonstration of twodimensial cut pictures of the heart by means of the ultrasound device "Vidoson". To receive temporarily exactly defined picture, a trigger mechanism for releasing the camera dependent on the R-lead of the ECG is described as supplementation for the device. The advantages and possibilities of such defined cut pictures of the heart are shown.